
ISO 9001:2015 CERTIFIED

AMETEK Brookfield, Instrumentation & Specialty Controls Division
11 Commerce Boulevard  |  Middleboro, MA 02346 USA  |  Tel: 800.628.8139 or 508.946.6200  |  Fax: 508.946.6262

www.brookfieldengineering.com

If you saved the original packing instructions which came with the PFT, use them in ac-
cordance with the following instructions on page 2.  

If you have ordered new packaging materials from Brookfield or an authorized dealer 
(Part Number: PFT-REPACK), the following items have been provided in the Repack Kit:

PFT RSC 500DW (accessory box) (qty 1):  PFT-PACK1 
PFT HSC 500DW (large outer box) (qty 1):  PFT-PACK2
PFT Tray Stitched (qty 1):    PFT-PACK3
1.7# PE Foam D/C’s (bottom) (qty 1):  PFT-PACK4
1.7# PE Foam D/C’s (top) (qty 1):   PFT-PACK5
PFT Shipping Pallet (qty 1):    PFT-PALLET
Poly Bag for PFT Shipping Pack (qty 1):  PFT-BAG
Shipping Foam, Compression Plate (qty 1): PFT-104
Shipping Foam (6-inch Trough) (qty 1):  PFT-101
Shipping Foam (5-inch Trough) (qty 1):  PFT-106
3x3x3 .225 Strapping Protectors (qty 8):  CTN-14
Label, Box, Packaging & Shipping Info (qty 2): LBL11-PFT3
Set of 2, 1in. x 12ft. Lashing Straps (qty 2):  PFT-116
PFT Packing Instructions for Shipping (qty 1): T11-1041
Velcro Strapping, 5/8 wide (qty 1):   PFT-115

Bubble bags, rubber bands  and packing newspaper will also be supplied in the Repack 
Kit.

Detailed instructions for packaging the PFT proceed on the following page.  It is im-
portant to follow these instructions completely in order to prevent damage to the PFT 
during shipment.

PFT Packing Instructions
for Shipping

All items must be packed as shown.  If your packaging is missing, please contact Brookfield 
for replacement parts.  Failure to do so could result in costly damage to the PFT.
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1) Screw feet in all the way.

2) Ensure that the Vane Lid (Part Number PFT-500 for 6” Lid or Part Number PFT-515 for 5” Lid) 
and Trough (Part Number PFT-400 for 6” Trough or Part Number PFT-405 for 5” Trough) are 
installed on the PFT.  This is necessary in order to lock the suspension system inside the instru-
ment so that movement cannot take place during transport.
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3) Raise the Vane Lid to its uppermost position by pressing the up arrow.

     

4) Place the circular foam insert ( PFT-101 for 6” Trough and PFT-106 for 5” Trough) into the Trough.  
Remove the Trough to accomplish this, if necessary, from the PFT.  Install the Trough on the PFT.

5) Press the down arrow to lower the Vane Lid until it just makes contact with the foam insert.  Then 
press and hold the down arrow for 2 seconds.  This will adjust the position of the Vane Lid so that 
the foam is slightly compressed.  Do not hold longer than 2 seconds because this will cause further 
compression of the foam insert, which is not desired.
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6) Insert the horseshoe shape foam collar (PFT-104) over the Lid and Trough.
NOTE:    Flex the collar to an open position when installing around the bellows to ensure that the  
     bellows do not deform.

 

7) Secure the access door for the bubble level by using plastic shrink wrap or tape that will not dam-
age the paint.  Secure the foam collar with plastic shrinkwrap or Velcro Strapping (Part Number 
PFT-115), which is also supplied in the Repack Kit.

             

8) Insert the bottom foam packaging piece (PFT-PACK4) into the bottom of the outer carton pack-
aging kit (PFT-PACK3) and place onto the pallet (PFT-PALLET), which is also supplied in the 
Repack Kit.

 NOTE:    The marks indicating the front have two cut outs.

Bellows

Access Door for Bubble Level
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QuickTime™ and a
 decompressor

are needed to see this picture.

Cut Outs

Bottom Foam Packaging 
Piece

9) Place the plastic bag (PFT-BAG) onto the bottom foam packaging piece and open the bag.

10) Gently insert the PFT into the bottom foam piece.  Locate and lift the instrument, using the hand-
hold positions on the bottom and back of the PFT.  This requires two people to lift the instrument.

11) Slide the plastic bag up over the PFT from the bottom to the top.
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12) Secure the plastic bag at the top with a rubber band, which is supplied in the Repack Kit.

     

13) Place the top foam packaging piece (PFT-PACK5) on top of the PFT.

Top Foam Packaging Piece
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14) Slide the outer carton box (PFT-PACK2) over the PFT and insert between the outer carton packag-
ing kit and the bottom foam packaging piece.

QuickTime™ and a
 decompressor

are needed to see this picture.

 

QuickTime™ and a
 decompressor

are needed to see this picture.

15) If the PFT will be sent back to you after repair or calibration, it is not necessary to return the ac-
cessory items other than the Vane Lid and Trough, which are already installed on the instrument.  
If the PFT is not being sent back to you, package all necessary items in bubble bags and place in 
accessory carton (Part Number PFT-PACK1).

Bottom Foam Packaging 
Piece

Outer Carton Packaging Kit
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16) Close and tape up the accessory carton.

17) Place the accessory carton (PFT-PACK1) on top of the top foam packaging piece.  If you do not 
have the accessory carton, please contact Brookfield for replacement parts.  If the accessory carton 
is not used, damage to the instrument may occur.

18) Close, tape and seal the outer carton box top.
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19) Use 2 straps with the strapping protectors (Part Number CTN-14) to secure the outer carton pack-
aging kit (Part Number PFT-PACK3) in one direction.  Strap the outer carton to the pallet using 
2 more straps with strapping protectors (Part Number CTN-14) in the other direction (see Figure 
A).   If you have the Repack Kit, use the lashing straps (Part Number PFT-116) with the strapping 
protectors (Part Number CTN-14) (see Figure B).  Straps MUST be secured tight to prevent any 
damage to the instrument while in transit.

 Figure A             Figure B

               
20) Apply labels which say “SHIP ONLY BY FREIGHT”.  These labels are included in the Repack 

Kit (Part Number LBL11-PFT3).  Place one label on the top of the shipping carton and one on the 
side, see figures below.

                   

21) SHIP THE CARTON BY FREIGHT!  Do not use a package carrier service.  It is important 
that the carton remain in an upright vertical position during shipment in order to protect the instru-
ment from damage.
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