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Important Notice to Our Customers 

 
Product Change Notice (PCN): 260325A 
March 25, 2026 
 
Subject: End of Manufacturing (EOM) – Computrac® MAX‑5000XL Moisture Analyzer 
 
This notice is to inform customers that, due to supply chain constraints and component 
availability, AMETEK Brookfield will discontinue manufacturing of the Computrac MAX-5000XL 
Moisture Analyzer effective March 25, 2026. 
 
PCN Type: 
End of Manufacturing (EOM) Notice 
 
Product(s) Affected: 

• Computrac® MAX-5000XL Moisture Analyzer 
 
Customer Impact: 

• New orders for the MAX-5000XL will no longer be accepted after March 25, 2026 
• This action is due to limited availability of select components required for production 
• Existing instruments remain fully supported 

 
AMETEK Brookfield will continue to offer: 

• Calibration services 
• Repair services, subject to parts availability 

 
Transition Guidance: 
For customers who do not require ash (LOI) testing, the Computrac® MAX-4000XL remains 
available as an alternative solution and supports moisture (LOD) analysis up to a maximum 
temperature of 275 °C. 
 
In parallel, AMETEK Brookfield is actively developing a next-generation replacement platform for 
the MAX-5000XL, planned for availability in late 2026 / early 2027. 
 
Additional information on current products and future platform updates can be found at 
www.brookfieldengineering.com, or by contacting AMETEK Brookfield for application guidance. 
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